Radiation dosimetry of 12 MV photons from a CGR Therac 20 MeV Saturne linear accelerator.
Typically useful clinical radiation dosimetry characteristics of 12 MV photon beams from a CGR Therac 20 MeV Saturne linear accelerator are briefly outlined. Central axis percent depth dose data are compared with other published data. Beam profiles for small, medium and large fields are delineated to show the uniformity of beams at various depths.